Interrogation of caesium atoms in a fountain clock 
by a femtosecond laser microwave oscillator 
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A caesium fountain clock is operated utilizing a microwave oscillator that derives its frequency 
stability from a stable laser by means of a fiber-laser femtosecond frequency comb. This oscillator 
is based on the technology developed for optical clocks and replaces the quartz based microwave 
oscillator commonly used in fountain clocks. As a result, a significant decrease of the frequency 
instability of the fountain clock is obtained, reaching 0.74 x lO^^** at 100 s averaging time. We 
could demonstrate that for a significant range of detected atom numbers the instability is limited 
by quantum projection noise only, and that for the current status of this fountain clock the new 
microwave source poses no limit on the achievable frequency instability. 

PACS numbers: 06.30.Ft, 42.62. Eh, 42.50.Lc 



Progress in important fields of fundamental physics en- 
tails the request for better and better clocks The 
advent of optical clocks necessitates frequency measure- 
ments against caesium fountain clocks, which nowadays 
deliver the best results for the realization of the SI sec- 
ond in terms of systematic and statistical uncertainty 
01 . In fountain clocks laser cooled atoms are vertically 
tossed, exposed to two microwave pulses during the bal- 
listic flight and finally detected in a state selective de- 
tection process. The microwave frequency is adjusted 
to the atomic transition frequency according to the de- 
tection signal. Relative systematic uncertainties below 
the 10~^^-level have already been achieved by several 
fountains 0]- In the best case, frequency instabilities 
are limited by the quantum projection noise [1, 01, re- 
sulting in 10~^^ statistical uncertainties after one day 
of measurement [Ij. However, for the majority of foun- 
tain clocks the frequency instability is eventually limited 
by the phase noise properties of the employed quartz 
oscillators through the Dick effect This effect re- 
sults from an aliasing of interrogation oscillator frequency 
noise components caused by the non-continuous probing 
of the atomic transition frequency in commonly pulsed 
fountains (see e.g. Q)- With the best available quartz 
oscillators as "flywheels" and for typical fountain duty 
cycles the relative frequency instability is thus limited to 
the order of 10~^^(t/s)~^/'^, where r is the measurement 
time. A possible, but complex and demanding way to 
essentially avoid a frequency stability degradation due to 
this effect is the switch to a fountain operating with a 
continuous beam of cold atoms ^ . As an elaborate solu- 
tion for the established pulsed fountains a highly stable 
cryogenic sapphire oscillator has been used as inter- 
rogation oscillator, resulting in a fountain frequency in- 
stability in the low 10~-^'*(r/s)~-^/^ range fs']. 

Another approach is the employment of an optically 
generated microwave [lol . [llj | , for which we use as a fly- 
wheel a laser originally set up for use as interrogation 
laser in the Yb+ frequency standard of the Physikalisch- 
Technische Bundesanstalt (PTB) [l^]. In the experiment 
reported here, this laser is locked to a stable cavity but 



not to the Yb+ ion. This reference laser reaches a short- 
term frequency instability of a few times 10~^^ in 1 s, 
with a long-term drift of 10^^^/s due to the optical cav- 
ity. This instability is transferred to a dielectric res- 
onator oscillator (DRO) at a frequency z^dro = 9.6 GHz 
which is our highly stable microwave source for the cae- 
sium fountain [l3| . A self-referenced fiber-laser femtosec- 
ond frequency comb stabilized to a hydrogen maser con- 
nects the optical and microwave spectral regions. The 
DRO is phase-locked to the reference laser using the fre- 
quency comb as a transfer oscillator [l^. The indepen- 
dently measured frequency instability of the locked DRO 
is 10"^'' in 1 s, and reaches the level of the reference laser 
after 10 s. 

Figure [T] is a schematic of the DRO lock and the long- 
term stabilization of the microwave frequency to the cae- 
sium clock transition. The transfer beat frequency vt re- 
sults from a direct phase comparison between the DRO 
and the reference laser 
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where vl = 344 THz is the Yb+ reference laser frequency, 
c a rational division and b an integer multiplication fac- 
tor (see Fig. [T]). A phase-locked loop technique steers 
the DRO to keep constant at the frequency given by 
synthesizer A. Synthesizer B and a single-sideband mixer 
shift the DRO frequency to the interrogation frequency 
for the fountain. A detection and integration process 
gives the correction signal for the microwave frequency. 
A slow proportional-integral (PI) controller drives syn- 
thesizer A with a 10 MHz voltage controlled oscillator 
(VCO) via the reference frequency input. This compen- 
sates the drift of the reference laser and defines the mean 
frequency of the DRO. We have utilized this femtosecond 
laser microwave oscillator (FLMO) instead of the usual 
quartz based microwave oscillator (QBMO) for the in- 
terrogation of atoms in the PTB caesium fountain clock 
CSFl [14]. 

If interrogation oscillator noise contributions can be 
neglected, the frequency instability of a fountain ex- 
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FIG. 1: Scheme of the setup showing in the upper part the fast 
servo loop for the microwave oscillator utilizing an ultrastablc 
laser and a fiber-laser femtosecond frequency comb (FLFC). 
In the lower part the slow closed-loop control of the DRO (via 
the synthesizer A) by the caesium fountain signal is shown. 
Vx'- beat note of the mth mode of the FLFC and the reference 
laser with the mode number m = a x b x c {a,b: integer 
numbers; c: rational number); fcoo'- offset frequency of the 
FLFC; /rop: repetition rate of the FLFC. 



pressed by the Allan standard deviation is given as (see 
e.g. i): 



TrQat S/N V T 



(2) 



where t is the measurement time, Tc the fountain cy- 
cle duration, Qat — vqI^v is the atomic quality fac- 
tor with IS.V the width of the Ramsey resonance and vq 
the caesium hyperfine frequency. SjN is the signal-to- 
noise ratio, which is proportional to the square-root of 
the number of detected atoms A'^at = N3 + N4 in case 
of quantum projection noise contributing only. A^4 and 
A^3 represent the number of detected atoms in the cae- 
sium ground state hyperfine levels \F = A,mF — 0) and 
\F = 3,tof = 0), respectively. 

We first use the free running FLMO for applying two 
7r/4-pulses in resonance at a frequency v = to the 
atoms in CSFl, when the slow closed- loop control of the 
DRO is suspended (see Fig.[T|). In this case the influence 
of interrogation oscillator noise on the detected atomic 
population is effectively suppressed. For each fountain 
cycle the normalized clock signal S = N4/{N3 + N4) is 
obtained. S corresponds to the amplitude of the cen- 
tral Ramsey fringe and is independent of A'at due to 
the normalization. By changing the loading time of the 
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FIG. 2: Signal-to-noise ratio S/N as a function of the square- 
root of the detected atom number TVat utilizing the FLMO. 
o : 2 X 7r/4-pulses at i/q; • : 2 X 7r/2-pulses at z/q -I- Aj//2. From 
the dashed line, which indicates the quantum projection noise 
limit, we derive that A'at = 1 (in arbitrary units) corresponds 
to a number of « 6000 detected atoms. 



magneto-optical trap used as source of atoms in CSFl, 
the number of cooled and launched atoms, and thus A^at, 
can be varied. For a range of loading times between 0.16 s 
and 3.16s (T^ = 1.12 s-4.12 s), S is recorded during 1000 
fountain cycles. Subsequently the Allan standard devi- 
ations (T5(A'at) of the single S measurements are calcu- 
lated. For the different loading times we obtain ratios 
S/N — S/as{Niit), which are shown as a function of 
the square-root of A'at by the open circles in Fig. [51 As 
indicated by the dashed line the S'/A^-ratios are essen- 
tially proportional to the square-root of A^at as it is ex- 
pected for quantum projection noise contributing only. 
This confirms that for the given useful range of A'at noise 
contributions due to the photon shot-noise and the de- 
tection system can be neglected in CSFl [ISi] . 

In order to check for noise contributions of the FLMO, 
we compare the latter kind of operation with an oper- 
ation mode which entails the same quantum projection 
noise contribution, but is also sensitive to interrogation 
oscillator noise. Using the free-running FLMO for apply- 
ing two 7r/2-pulses to the atoms at a frequency detuning 
Ai//2 from resonance results in the same measured signal 
S as in the preceding measurements. Actually this kind 
of operation corresponds to the normal servo-controlled 
operation of CSFl as a clock where the central Ram- 
sey fringe is alternately probed at frequency detunings 
±Ai>/2 and both, quantum projection and interrogation 
oscillator noise, contribute. The resulting S/N-iatios are 
depicted by the solid black circles in Fig. [2] The fact 
that both data sets (open and solid black circles) coin- 
cide well indicates that for the given useful range of A'at 
the FLMO does not add any significant noise in the clock 
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FIG. 3: (Color online) Calculated (small symbols) and mea- 
sured (large symbols) Allan standard deviations cry (Is) of 
relative frequency differences 3/(CSFl-F[maser) as a function 
of the cycle time Tc for different noise contributions. Solid 
squares: calculated data in the ideal case of vanishing oscil- 
lator noise contributions; triangle down symbols; calculated 
data in the case of additional noise contributions due to the 
QBMO. The solid lines are for guiding the eye. See text for 
further explanations. 



operation mode. 

We now discuss the findings in the case when the 
slow closed-loop control of the DRO is active. The solid 
squares in Fig. [3] indicate the expected frequency insta- 
bility cry(ls) of CSFl calculated in the case of negligi- 
ble interrogation oscillator noise contributions. For this 
calculation measured S'/iV-ratios for two resonant 7r/4- 
pulses were used as input for Eq. ([2]). In order to obtain 
5/A^-ratios for a range of A'at, the loading time of the 
magneto-optical trap, and thus was varied. An in- 
creasing loading time involves an exponential saturation 
to a maximum of A^at with a time constant of « 1 s. The 
decrease of cr s) for cycle times up to 2.4 s results from 
the dominating effect of the increased 5/7V-ratio due to 
the increased atom number A'at accompanying extended 
loading times [see Eq. The increase of cry(ls) for 

cycle times longer than 2.4 s is due to the now dominat- 
ing contribution of the square root of the cycle time Tc 
in Eq. (I2|), as the necessary loading time for increasing 
iVat furthermore increases disproportionately. 

When CSFl operates as a frequency standard the 
pulsed mode of operation entails a significant amount of 
dead time, mainly caused by the time needed for loading 
and detecting of the atoms, during which the interroga- 
tion oscillator frequency is not controlled by the atomic 
resonance signal. This dead time gives rise to a degrada- 
tion of the fountain frequency instability caused by the 
frequency noise of the interrogation oscillator (Dick ef- 
fect). The corresponding contribution to the Allan stan- 
dard deviation is given by 



-?'^'(-) - U ^ ^ ^y^"^'^-^^ ' 

where S^^imjT^ is the one-sided power spectral density 
of the relative frequency fluctuations of the free running 
interrogation oscillator at Fourier frequencies m/Tc, and 
gm are the Fourier coefficients of the Fourier series ex- 
pansion of the sensitivity function g{t) 0, which is the 
response of the atomic system to a phase step of the in- 
terrogation oscillator at time t. 

The open circles in Fig. [3] show the calculated fre- 
quency instability contributions due to the Dick effect 
according to Eq. ([31), when the QBMO is in use for CSFl. 
The calculation is based on the phase noise data from 
the test sheet of the actual quartz crystal oscillator em- 
ployed [IBl and the sensitivity function g{t) calculated for 
CSFl. With increasing Tc an increasing number of oscil- 
lator phase noise components at small Fourier frequencies 
m/Tc degrade the frequency stability. The triangle down 
symbols show the quadratic sum of both instability con- 
tributions calculated according to Eq. ^ and Eq. ^ . A 
comparison of this calculated (Tj,(1s) with frequency in- 
stabilities of CSFl (large triangle up symbols) obtained 
from frequency measurements with the QBMO using a 
hydrogen maser as a reference exhibit a good agreement. 
In Fig. [3] and in the following all frequency instability 
data given by measurements is obtained by subtracting 
small frequency instability contributions of the reference 
maser by using the three-corner-hat method [l3|, taking 
into account the results of simultaneous frequency mea- 
surements against a second hydrogen maser. 

If we now consider the calculated (t^"^^(1 s) due to the 
Dick effect, when the FLMO is in use for CSFl, we no- 
tice that the resulting frequency instability contributions 
shown by the open squares in Fig. [3] are at or even below 
10^^**. For this calculation we use the measured phase 
noise of the FLMO 13] and again g{t), as calculated for 
CSFl. The results suggest that the frequency instabil- 
ity contribution due to the FLMO is negligible compared 
to cTy (Is) calculated for the case of quantum projection 
noise contributing only (solid squares in Fig. [3]). 

This is confirmed by measurements of the frequency 
of CSFl against a hydrogen maser, using the FLMO 
for the interrogation of the atoms. The resulting mea- 
sured frequency instabilities of CSFl alone are depicted 
in Fig. [3] as large open diamonds. The agreement of 
this experimental data with the expected frequency in- 
stability (solid squares in Fig. [3|) is conclusive. Using the 
FLMO for the atom interrogation in CSFl yields a purely 
quantum projection noise limited frequency instability 
down to 0.74 x 10^^'^(r/s)~^/^. The uninterrupted fre- 
quency measurements used for this evaluation typically 
lasted one day. Continuous measurements of several days 
demonstrated the reliability of the complete system. 

The improvement in fountain clock stability is also 
demonstrated by comparing the measured frequency in- 
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FIG. 4: Measured Allan standard deviations cry(r) of the 
frequency of CSFl using the QBMO (o) or the FLMO (•) 
for interrogating the atoms. The solid and the dashed line 
show frequency instabilities Oyij) — 1.33 x 10~^"^(r/s)~^'^^ 
and (Jy(T) = 0.74 x 10~^^(r/s)"^''^, respectively. 

stabilities cry(r) of CSFl depicted in Fig. U] The open 
data points are obtained using the QBMO and choosing 
the loading time Tc ~ 1-1 s in order to achieve the mini- 
mum frequency instability (see triangle down symbols in 
Fig. [3|) . The dashed line in Fig. [4] indicates an instabil- 
ity of 1.33 X 10-i3(^/g)-i/2^ -pj^g golj^j l^lj^g]^ jj^l-a^ points 

are obtained with the FLMO and a correspondingly op- 
timized loading time, resulting in Tc ~ 1.9 s. The fre- 
quency instability of 0.74 x 10~^^(r/s)~^/^ indicated by 



the solid line shows that the measurement time needed to 
obtain a specific statistical uncertainty of CSFl is short- 
ened by a factor of 3.2 compared to the case using the 
QBMO. Moreover, in the case of coUisional shift mea- 
surements which involve the need for operating CSFl at 
elevated N^t [3] the gain in measurement time can be 
even larger. In order to further lower the frequency insta- 
bility of CSFl, refined methods for loading more atoms 
in a given time interval, e.g., by loading from a cold beam 
of atoms, need to be installed. 

In summary, employing an optically generated mi- 
crowave in a caesium fountain clock resulted in a reduced 
frequency instability of the clock below the 10~^^-level 
at 100 s averaging time only limited by quantum pro- 
jection noise. This approach avoids the cost of opera- 
tion of a low-noise cryogenic sapphire oscillator and is 
thus an alternative solution for reducing the frequency 
instability of fountain clocks. A low instability is in- 
dispensable for the evaluation of several systematic un- 
certainty contributions at the level of 10~^^ or below. 
Moreover, the statistical uncertainty of frequency mea- 
surements of optical clocks using fountain clocks as ref- 
erences is limited by fountain frequency instabilities and 
will highly benefit from quantum projection noise limited 
fountain instabilities. In fact, the obtained instability of 
0.74 X lG~-'^'^(r/s)^^/^ enables us to reach a statistical 
uncertainty of 2.5 x 10~^^ after one day of measurement. 
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stable ytterbium reference laser, gratefully acknowledge 
useful discussions with R. Schroder, and the critical read- 
ing of the manuscript by R. Wynands and E. Peik. 



[1] see contributions in The Europ. Phys. J. Special Topics 
163, edited by S. Karshenboim and E. Peik (2008). 

[2] R. Wynands and S. Weyers, Metrologia 42, S64 (2005). 

[3] W. M. Itano, J. C. Bergquist, J. J. Bollinger, J. M. Gilli- 
gan, D. J. Heinzen, F. L. Moore, M. G. Raizen, and 
D. J. Wineland, Phys. Rev. A 47, 3554 (1993). 

[4] G. Santarelli, Ph. Laurent, P. Lemonde, A. Clairon, 
A. G. Mann, S. Chang, A. N. Luiten, C. Salomon, Phys. 
Rev. Lett. 82, 4619 (1999). 

[5] C. Vian et al. IEEE Trans. lustrum. Meas. 54, 833 
(2005). 

[6] G. J. Dick, in Proc. 19th Precise Time and Time Inter- 
val (PTTI) Meeting, Redondo Beach, 1987 (U. S. Naval 
Observatory, Washington, DC, 1988), p. 133. 

[7] G. Santarelli, C. Audoin, A. Makdissi, Ph. Laurent, 
G. J. Dick, and A. Clairon, IEEE Trans. Ultrasonics, 
Ferroelectrics, and Frequency Control 45, 887 (1998). 

[8] A. Joyet, G. Mileti, G. Dudle, and P. Thomann, IEEE 
Trans. Instrum. Meas. 50, 150 (2001). 

[9] A. N. Luiten, A. G. Mann, and D. G. Blair, Electron. 
Lett. 30, 417 (1994). 
[10] J. J. McFerran, E. N. Ivanov, A. Bartels, G. Wilpers, 
C. W. Gates, S. A. Diddams, and L. HoUberg, Electron. 
Lett. 41, 650 (2005). 
[11] J. Kim, F. Ludwig, M. Felber, and F. X. Kartner, Opt. 



Express 15„ 8951 (2007). 

[12] T. Schneider, E. Peik, and Chr. Tamm, Phys. Rev. Lett. 
94, 230801 (2005). 

[13] B. Lipphardt, G. Grosche, U. Sterr, Chr. Tamm, 
S. Weyers, and H. Schnatz, e-print arXiv:physics.atom- 
ph/0809.2150vl, IEEE Trans. Instrum. Meas. (to be pub- 
lished) . 

[14] S. Weyers, U. Hiibner, B. Fischer, R. Schroder, 
Chr. Tamm and A. Bauch, Metrologia 38, 343 (2001); 
S. Weyers, A. Bauch, R. Schroder and Chr. Tamm, 
in Proc. 6th Symposium on Frequency Standards and 
Metrology, University of St Andrews, Fife, Scotland, 
2001, edited by P. Gill (World Scientific, 2002), p. 64. 

[15] S. Weyers, A. Bauch, U. Hiibner, R. Schroder, and 
Chr. Tamm, IEEE Trans. Ultrasonics, Ferroelectrics, and 
Frequency Control 47, 432 (2000). 

[16] The one-sided power spectral density of the relative fre- 
quency fluctuations is 5'^(/) = 1.6 x 10"^^// + 1.6 x 
IQ-^V/Hz^ + 1.0 X 10"2^/VHz^ 

[17] J. Levine, Rev. Sci. Instrum. 70, 2567 (1999). 



